[Unusual recurrence of an IC--PC aneurysm after neck clipping--any structural weakness of the clip? (author's transl)].
Recurrence of an IC--PC aneurysm after a successful neck clipping (Heifetz' clip) is reported. This was caused by breaking of a clip blade at its proximal end. It is suggested that some structural weakness was present in the clip metal.